Radiation exposure to the patient in xeroradiography.
The paper presents measurements of the radiation exposure required in xeroradiography of the breast and of the extremities. The nature of the radiation hazard and the most appropriate quantity by which to assess it are discussed, and it is shown that for a number of radiological procedures xeroradiographs can be taken for about the same radiation exposure to the patient as that required by conventional film techniques.